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Abstract Fossa navicularis strictures following radical
prostatectomy are reported infrequently. We recently
experienced a series of fossa strictures following robotic-
assisted laparoscopic prostatectomy (RLP). We describe
herein our experience to prevent fossa strictures and to
determine its etiologic factors. From June 2002 to May
2006, 424 patients underwent robotic-assisted laparoscopic
prostatectomy with the da Vinci surgical system. Fossa
strictures were diagnosed based on the acute onset of
obstructive voiding symptoms and bougie calibration.
During our series, we switched from the intra-operative use
of an 18 French (F) catheter to that of a 22 F one to avoid
inadvertent stapling of the urethra when dividing the dorsal
venous complex. After we observed a high incidence of
fossa strictures, we reverted back to 18 F catheters during
surgery. All patients had an 18 F catheter indwelling for
1 week after surgery. Parameters were evaluated using
Fisher’s exact test and Student’s t-test for means. The 18 F
catheter group of patients (n = 293) developed one fossa
stricture, whereas the 22 F catheter group (n = 131)
developed nine fossa strictures (P < 0.01). The fossa
stricture rate in the 18 F group was 0.3% versus 6.9% in the
22 F group. The two groups had no diVerences in age, body

mass index, cardiovascular disease, American Urological
Association symptom score, urinary bother score, preopera-
tive prostate-speciWc antigen, operative time, estimated
blood loss, cautery use, prostate size, or catheterization
time. Based on these results, a larger urethral catheter size –
20 F versus 18 F – during the intra-operative dissection
would appear to increase the risk for fossa stricture by more
than 20-fold.

Keywords Laparoscopy · Robotic-assisted surgery · 
Robotics · Urethral stricture

Introduction

Fossa navicularis strictures following radical prostatectomy
are rare. Unlike other anterior urethral strictures, fossa
strictures are usually inXammatory or procedure-induced,
arising from urethral trauma caused by endoscopic proce-
dures, catheterizations, or subsequent infections [1]. In the
literature, catheter size has not been described as a contrib-
utory factor. We describe the incidence of fossa stricture in
our RLP series to determine its likely etiologic factors.

Material and methods

The data of 424 men undergoing RLP from June 2002 to
May 2006 by a single surgeon were prospectively entered
into an electronic database. Prior to surgery, all men were
evaluated, and the following data entered into the database:
age, height, weight, American Urological Association
(AUA) symptom score, urinary bother score, prostate-spe-
ciWc antigen (PSA), and pertinent medical history. Standard
perioperative and postoperative parameters were evaluated.
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Urinary and functional outcomes were determined on the
basis of self-administered questionnaires, including the
seven-item International Prostate Symptom Score, and
selected questions from the 26-item Expanded Prostate
Cancer Instrument Composite, at the routine 3-month and
9-month follow-up visits. The questionnaire asked whether
they wore pads, how many weeks did it take to not need
pads, how many weeks needed to return to work, and how
many weeks to return to baseline energy levels. A nonclini-
cal research associate (D.W.S.) collected the follow-up
information. Complications were deWned by the need for
prolongation of hospitalization, the need for a secondary
procedure, or rehospitalization within 30 days. All statisti-
cal comparisons between the stricture and nonstricture
groups as well as between the 18 and 22 French (F) catheter
groups were two-sided using Fisher’s exact test and Stu-
dent’s t-test for means (SAS ver. 8.2, statistical package;
SAS, Cary, N.C.). Multivariate analysis was also performed
with a stepwise logistic regression which used the preoper-
ative continuous variables, body mass index (BMI), PSA,
estimated blood loss (EBL), AUA symptom score, bother
score, age, and prostate weight (Table 1) as independent
variables in the prediction of a positive stricture. Ongoing
institutional review board approval has been in place since
1998.

All RLPs were performed in the same manner with the
da Vinci surgical system (Intuitive Surgical, Mountain
View, Calif.). Patients are positioned supine in an extreme
Trendelenburg position and undergo abdominal insuZation
with a pneumoperitoneum of 15 mmHg. The standard pro-
tocol consists of inserting a silastic urethral catheter at the
beginning of the case that is utilized throughout the dissec-
tion until completion of the anastomosis. At this point a
new 18 F silastic catheter is put in place, and this is gener-
ally removed 7 days postoperatively. At case number 35,
however, we switched from an 18 to a 22 F silastic urethral
catheter during the dissection as an aid to prevent stapling

the urethra. We use a stapling device instead of suturing the
dorsal venous complex based on Wndings from a previous
study. In that study, the data demonstrated that the stapler
technique provided a more deWned apical dissection and a
statistically signiWcant reduction in positive margins in
patients with organ-conWned disease [2]. We switched back
to an 18 F catheter at case number 166 due to concerns
regarding strictures in the fossa navicularis.

Fossa strictures were diagnosed based on acute onset of
obstructive lower urinary symptoms and bougie a boule
calibration. Obstructive voiding symptoms included a
decreased force of stream, dribbling or splaying, and pro-
longed voiding.

Results

Table 1 presents the demographic, clinical, and periopera-
tive data for men reporting strictures versus stricture-free
men. The mean follow-up was 26.4 months for stricture
patients versus 22.1 months for stricture-free patients and
22.8 months (range: 3.6–45.6 months) for all patients. The
groups were comparable for the standard clinical factors,
such as age, BMI, AUA symptom score, urinary bother
score, and preoperative PSA level. There was also no diVer-
ence between the groups in reference to operative time,
prostate size, and cardiovascular disease. The stricture-free
group, however, had a higher EBL than the stricture group
(P = 0.03). In addition, none of the patients in the stricture
group had any history of a previous endoscopic procedure.
Multivariate analysis also demonstrated that none of the
preoperative continuous variables predicted the presence of
strictures (all P > 0.18).

Table 2 outlines the demographic, clinical, and perioper-
ative data for men stratiWed by catheter size. The 18 and 22
F catheter groups were also comparable for age, BMI, base-
line AUA symptom score, urinary bother score, preoperative

Table 1 Demographic, clinical, and perioperative data for men reporting strictures versus stricture-free men

a BMI, Body mass index; AUA, American Urological Association; PSA, prostate-speciWc antigen; EBL, estimated blood loss
b Values are the mean, with the range given in parenthesis
c Two-sided Fisher’s exact test

Variablea No strictureb Standard error (SE) Strictureb SE P-value

Patients (n) 414 10

Age (year) 61.4.0 (43–79) 0.3 63.8 (51–71) 2.4 0.29

BMI 27.0 (20.6–34.9) 0.2 26.3 (24.2–34.0) 0.7 0.52

AUA symptom score 8.6 (0–32) 0.4 7.4 (1–27) 1.8 0.59

Urinary bother score 1.7 (0–6) 0.1 1.6 (0–6) 0.5 0.86

Preoperative PSA (ng/ml) 6.9 (0.1–62.0) 0.3 6.2 (1.8–18.0) 1.5 0.71

Prostate size (g) 53.1 (12.5–163.0) 1.4 46.1 (20.0–69.1) 3.3 0.41

EBL (ml) 107 (25–350) 2.8 67.5 (25–400) 16.3 0.03c
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PSA, operative time, prostate size, EBL, and complications.
The 22 F catheter group, however, had a signiWcantly
higher rate of stricture formation. A total of 6.9% of
patients developed a stricture using a 22 F catheter versus
0.3% of patients using an 18 F catheter during the intra-
operative dissection (P < 0.01). The mean length of urethral
catheterization was 7.1 days (range: 7–8 days) in the stric-
ture group, with a mean time to stricture development of
50 days (range: 34–93 days). One patient in the stricture
group developed a bladder neck contracture and another
went into acute urinary retention.

In addition, urethral reconstruction was required in two
of nine patients (22%) who developed strictures with the
larger 22 F catheter. Only one subject developed a stricture
using an 18 F catheter; he required only soft dilation as
treatment. In the present series, 76% of the RLP patients
attained pad-free continence at 3 months. All comparisons
made by the Student’s t-test were also examined using the
nonparametric Wilcoxon rank sum test, with similar con-
clusions.

Discussion

A thorough review of the literature revealed an absence of
papers speciWcally focused on fossa strictures; most infor-
mation relating to these strictures are a secondary thought
to more common strictures of the bulbar urethra. It has been
reported that, in general, strictures involving the fossa have
three distinct etiologic factors: inXammatory, procedure-
related, or catheter-induced. InXammatory conditions
include balanitis xerotica obliterans (BXO), lichen sclero-
sis, and an inXammatory variant of vitiligo [1, 3–6]. Proce-
dure-related causes are most commonly associated with
transurethral resection of the prostate, which has a reported
rate of approximately 2.6% [7]. However, we could Wnd no

information suggesting that a larger caliber resectoscope
was responsible for a greater risk of fossa strictures.

Catheter-induced strictures have been evaluated fairly
extensively [8]. The incidence of urethral stricture follow-
ing cardiovascular surgery in the early 1980s prompted
much investigation and was thought to arise from catheter
toxicity and urethral ischemia [9, 10]. However, these stric-
tures usually aVected the anterior urethra and none solely
involved the fossa navicularis. Abdel-Hakim and Elhilali
[11, 12] found some evidence for urethral ischemia in stric-
ture cases utilizing strain gauge plethysmography to deter-
mine penile-brachial indexes. In addition, Nacey [13]
demonstrated a signiWcantly increased incidence of urethral
strictures following catheterization with silastic catheters
compared to silicone catheters in a controlled randomized
prospective study of patients undergoing elective cardiac
surgery. Other experimental and clinical studies demon-
strated that latex catheters were more toxic than non-latex
catheters [14–18].

After a review of our Wrst 100 cases, we noted Wve
fossa strictures. As noted above, there were essentially no
published reports of fossa strictures following RLP and
very little information regarding its etiology. We initially
looked at factors such as age, medical diseases, BMI,
EBL, operative length, among others. for an etiology.
Although EBL was noted to be signiWcantly higher in
stricture-free men, its association with stricture formation
is unclear since the EBL between the two diVerent cathe-
ter groups was essentially the same. With no obvious fac-
tor identiWed, we evaluated the use of monopolar cautery.
We were concerned that the electrical current leaving the
monopolar tip might potentially be transmitted down the
catheter in the urethra and injure the fossa. In response to
this potential source of injury, the grounding pad was
moved from the upper thigh (i.e., adjacent to the penis) to
the thorax. However, the fossa strictures continued. We

Table 2 Demographic, clinical data, and perioperative data for 18 and 22 F catheter groups

a BMI, Body mass index; AUA, American Urological Association; PSA, prostate-speciWc antigen; EBL estimated blood loss
b Values are the mean, with the range given in parenthesis
c Two-sided Fisher’s exact test

Variablea 18 Fb SE 22 Fb SE P-value

Patients (n) 293 131

Age (year) 61.1(46–79) 0.4 62.2 (43–78) 0.7 0.14

BMI 27.0 (20.6–40.0) 0.2 26.8 0.3 0.49

AUA symptom score 8.7 (0–35) 0.4 8.2 (0–31) 0.6 0.54

Urinary bother score 1.7 (0–6) 0.1 1.7 (0–6) 0.1 0.93

Preoperative PSA (ng/ml) 6.7 (1.1–31.0) 0.3 7.3 (0.1–62.0) 0.6 0.30

Prostate size (g) 54.1 (12.5–163.0) 1.8 50.5 (15.0–135.0) 1.9 0.21

EBL (ml) 109.3 (25–350) 3.2 98.9 (25–400) 5.5 0.10

Fossa stricture 1 9 0.0002c
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next turned to the possibility that the 22 F caliber of the
urethral catheter might be responsible. At case number 35
we had switched from our standard 18 F catheter to a 22 F
caliber in an attempt to avoid inadvertent stapling of the
urethra. At case number 166 we switched back. Remark-
ably, our data suggest – and continued experience sup-
ports the data – that the 22 F silastic urethral catheter is
the likely etiology. The use of a 22 F silastic urethral cath-
eter during the intra-operative dissection would appear to
have increased the risk for fossa stricture 20-fold relative
to the 18 F catheter. However, deWnitive empirical proof
that the larger sized catheter is the etiological factor is
absent; it may be that in addition to catheter size, the
combination of extreme Trendelenburg position and the
pneumoperitoneum associated with RLP are other con-
tributing factors. This combination of factors may account
for the lack of reports on similar stricture experiences
among the large volume of articles published on RLP and
cystectomy.

The mean time to fossa stricture formation was 50 days
(range: 34–93 days). The strictures were not equally distrib-
uted over time, with the majority of strictures diagnosed by
postoperative day 50. We do not have an explanation why
some men developed strictures after one month and others
after 3 months. As Table 1 demonstrates, there were no
other obvious diVerences between the two groups. Two of
ten strictures (both in the 22 F group) subsequently required
open reconstruction, whereas 80% resolved with soft dila-
tions continued over a 3- to 6-month interval following the
development of the fossa stricture.

Conclusion

In summary, an 18 F catheter is suYcient to drain the blad-
der safely. A larger urethral catheter size during the intra-
operative dissection in RLP appears to increase the risk for
fossa navicularis stricture.
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